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Aims Left atrial appendage closure is a non-pharmacological alternative for stroke prevention in high-risk patients with non-
valvular atrial fibrillation. The objective of the multicentre EWOLUTION registry was to obtain clinical data on
procedural success and complications, and long-term patient outcomes, including bleeding and incidence of stroke/
transient ischaemic attack (TIA). Here, we report on the peri-procedural outcomes of up to 30 days.

Methods
and results

Baseline/implant data are available for 1021 subjects. Subjects in the study were at high risk of stroke (average CHADS2

score: 2.8+ 1.3, CHA2DS2-VASc: 4.5+ 1.6) and moderate-to-high risk of bleeding (average HAS-BLED score:
2.3+ 1.2). Almost half of the subjects (45.4%) had a history of TIA, ischaemic stroke, or haemorrhagic stroke; 62%
of patients were deemed unsuitable for novel oral anticoagulant by their physician. The device was successfully de-
ployed in 98.5% of patients with no flow or minimal residual flow achieved in 99.3% of implanted patients. Twenty-eight
subjects experienced 31 serious adverse events (SAEs) within 1 day of the procedure. The overall 30-day mortality rate
was 0.7%. The most common SAE occurring within 30 days of the procedure was major bleeding requiring transfusion.
Incidence of SAEs within 30 days was significantly lower for subjects deemed to be ineligible for oral anticoagulation
therapy (OAT) compared with those eligible for OAT (6.5 vs. 10.2%, P ¼ 0.042).

Conclusion Left atrial appendage closure with the WATCHMAN device has a high success rate in complete LAAC with low peri-
procedural risk, even in a population with a higher risk of stroke and bleeding, and multiple co-morbidities.
Improvement in implantation techniques has led to a reduction of peri-procedural complications previously limiting
the net clinical benefit of the procedure.

- - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - -
Keywords Stroke † Left atrial appendage † Atrial fibrillation

* Corresponding author. Tel: +31 30 6099111, Fax: +31 30 6092274, Email: l.boersma@antoniusziekenhuis.nl, l.boersma@antonius.net

& The Author 2016. Published by Oxford University Press on behalf of the European Society of Cardiology.
This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License (http://creativecommons.org/licenses/by-nc/4.0/),
which permits non-commercial re-use, distribution, and reproduction in any medium, provided the original work is properly cited. For commercial re-use, please contact
journals.permissions@oup.com

doi:10.1093/eurheartj/ehv730
European Heart Journal (2016) 37, 2465–2474

See page 2475 for the editorial comment on this article (doi:10.1093/eurheartj/ehw041)

D
ow

nloaded from
 https://academ

ic.oup.com
/eurheartj/article/37/31/2465/2570384 by guest on 09 April 2024

mailto:l.boersma@antoniusziekenhuis.nl
mailto:l.boersma@antoniusziekenhuis.nl
mailto:l.boersma@antoniusziekenhuis.nl
mailto:l.boersma@antonius.net
mailto:l.boersma@antonius.net
mailto:l.boersma@antonius.net
http://creativecommons.org/licenses/by-nc/4.0/
http://creativecommons.org/licenses/by-nc/4.0/
http://creativecommons.org/licenses/by-nc/4.0/
http://creativecommons.org/licenses/by-nc/4.0/


Introduction
Despite the introduction of new drug therapies for stroke preven-
tion, many patients and physicians continue to seek alternatives for a
variety of reasons, including contraindications, medication side ef-
fects, and adherence and quality-of-life concerns. Left atrial append-
age closure (LAAC) is a non-pharmacological alternative for stroke
prevention in high-risk patients with non-valvular atrial fibrillation
(AF) in cases where oral anticoagulation therapy (OAT) is deemed
not to be the ideal long-term treatment. It was developed based on
the finding that around 90% of thrombi in the left atrium originated
in the left atrial appendage in this population.1 Several multicentre
randomized studies found the treatment to be safe, effective, and
non-inferior to vitamin K antagonists (VKAs) for stroke pre-
vention,2,3 whereas longer-term follow-up supports a potential
for superiority and lower mortality of LAAC.4

Current international guidelines recommend the option of LAAC
for high-risk patients with non-valvular AF who are either contrain-
dicated or unsuitable for long-term OAT, at high bleeding risk, or
otherwise prefer an alternative.5 –8 In the specific patient population
considered optimal by guidelines, there is actually only limited
evidence available as it was not part of the randomized controlled
trial (RCT). Questions remain with respect to the proper popula-
tions based on stroke and bleeding risk factors, considerations of
adherence to OAT, and quality-of-life issues aside. In Germany
and Switzerland, the therapy was established as part of standard
practice .5 years ago, while FDA approval in the USA was obtained
only very recently, and in many other countries reimbursement re-
mains a challenge

More broadly, the generalizability of findings from clinical trials
into real-world clinical settings that invariably involve individual
physician practice and a more diverse patient population is a key
question with any new therapy. The prospective, multicentre
EWOLUTION registry was designed to examine this question.9 In
addition, a large prospective study can be helpful in better charac-
terizing the incidence of rare events that may not have been ob-
served, or have only been observed in very small frequencies, in
previous smaller studies.

Methods
The study adhered to international rules for scientific studies, the Hel-
sinki principles, with local ethics committee approval in all participating
centres. All subjects provided informed consent prior to the procedure.
Boston Scientific Corporation provided funding for the study.

Briefly, EWOLUTION was designed as a multicentre, prospective,
non-randomized cohort study aiming to include over 1000 patients.
Subjects were recruited from the general population of clinical sites at
each participating physician’s discretion if they were eligible to receive
the WATCHMAN device according to the appropriate local and inter-
national guidelines, and were of legal age to provide informed consent.
Implanting physicians and centres with varying levels of past experience
with the device participated in the registry. All implanting physicians
underwent a thorough training and certification programme to ensure
an appropriate level of expertise in order to minimize patient risk.

Follow-up for subjects was based on each institution’s standard prac-
tice, generally a clinical visit between 1 and 3 months post-procedure,
LAA imaging to assess residual flow around the device, and annual

follow-up visits. Reporting on adverse events in this study is based on
peri-procedural monitoring until 30 days of follow-up post-procedure.
The relatedness of each adverse event to the device/procedure was de-
termined by the participating centre. Events and relevant source docu-
ments were additionally reviewed by the Sponsor Medical Safety Group
(MSG). The MSG includes physicians with expertise in Electrophysi-
ology and/or Cardiology, as well as other healthcare professionals
with the necessary therapeutic and subject matter expertise to evaluate
the events. Centres were required to provide additional information
in case of disagreement with the investigators’ assessment of device-
relatedness classification. The MSG could overrule the investigator
to upgrade an event to become device-/procedure-related. On the
other hand, the MSG could never downgrade the centre classification
to classify an event as unrelated to the device/procedure. For all patient
deaths, source documents were requested at the sites and reviewed
by the MSG.

The objective of the study was to obtain data on procedural success
and complications, and long-term patient outcomes, including bleeding
and incidence of stroke/transient ischaemic attack (TIA), and the sample
size was based on a desire to obtain sufficiently precise estimates of rare
adverse events and not on power requirements for a formal hypothesis
test. This study summarizes the results of the procedure and 30-day
follow-up data on all enrolled subjects. The definitions and reporting re-
quirements for adverse event (AE) and serious AE (SAE) are based on
ISO 14155 and the MEDDEV 2.7/3 12/2010 and clearly spelled out in
the study protocol. The electronic clinical report form provides fields
with anticipated SAEs, and open space to report on any other SAE as
deemed appropriate by the investigator. The fields obviously included
serious events such as perforation, tamponade, embolism, neurological
events, thrombosis, and bleeding. Bleeding was scored according to the
BARC criteria,10 and stroke in accordance to criteria described by Leon
et al.11 All centres were monitored by an outside contract research or-
ganization (CRO), and all centres were visited at least once to monitor
for completeness of the present 30-day follow-up data. Rates of events
are calculated via the Kaplan–Meier method to account for censoring.
P-values are based on log-rank tests for time-to-event analysis and
Fisher’s exact test for binomial proportions. Follow-up is ongoing and
will continue through 2 years post-implant.

Results
Enrolment opened in October 2013 and was completed in May
2015. A total of 1025 subjects were scheduled for implant in the
study in a total of 47 centres in 13 countries. The inclusion rate ran-
ged from 1 to 86 subjects depending on centre volume and local ap-
proval to start participation in the trial. Centres were encouraged to
enrol consecutive patients to represent real-life practice and avoid
selection bias. Baseline and acute implant data are, respectively,
available for 1021 and 1019 subjects. Baseline demographics and
risk factors are summarized in Table 1.

Approximately 60% of subjects were male and the mean age
was 73 years. Most patients (81.7%) had a history of hypertension
and baseline vascular disease was prevalent (41.8%). Approximately
34% had congestive heart failure; over half (55.9%) of these sub-
jects were NYHA Class II and 31.3% were NYHA Class III. Abnor-
mal renal function was observed in 15.6% of subjects. Type II
diabetes was present in 28.3% of subjects. Based on the CHADS2

and CHA2DS2-VASc risk scores, subjects in the study were at
high risk of stroke with an average CHADS2 score of 2.8+ 1.3,
and CHA2DS2-VASc score of 4.5+1.6. Almost half of the subjects
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had a history of either TIA (10.7%), or ischaemic stroke (19.7%), or
haemorrhagic stroke (15.0%), thus constituting a very high-risk
population. All subjects had a sufficiently high risk for stroke to war-
rant the use of OAT. However, 62% of patients were deemed un-
suitable for OAT by their physician, based on factors such as
co-morbidities, the inability to adhere to OAT, and bleeding history
or high bleeding risk. Nearly one-third of all subjects had a history of
major bleeding (31.2%) and there was a moderate-to-high risk of
bleeding with 40% of subjects having a HAS-BLED score of three
or more, and an average HAS-BLED score of 2.3+ 1.2. At baseline,
only 31% of patients were on OAT, 21% were on dual antiplatelet
therapy (DAPT), 22% were on single APT, and 27% were not taking
any form of anticoagulation. Following implant, anticoagulation was
increased in line with WATCHMAN recommendations of use in the
first 3–6 months; 27% of patients were on OAT, 59% were on dual
APT, and 7% were on single APT, while 6% remained without any
type of OAT.

Implant procedure success
A total of 1019 subjects underwent implant attempts. Five additional
subjects were considered to have an unsuitable anatomy for implant
after enrolment, while implant status is unknown for one subject.
Table 2 summarizes procedural results for the subjects with implant
attempts. The device was successfully deployed in 1004 of 1019 sub-
jects (98.5%), comparing favourably with previously reported rates
in other WATCHMAN trials11 (Figure 1). The most common reason
for the 15 (1.5%) deployment failures was unfavourable anatomy or
mismatch between the size of the device and the LAA. Successful
procedural closure of the LAA with no or minimal residual flow
(defined as ,5 mm assessed via peri-procedural transoesophageal
echo, TEE) was achieved in 99.3% of implanted patients with TEE
data available (977 of 984 subjects). A total of 1082 devices were
used in the context of the study, resulting in an average of only
1.07 devices used per patient. In 92.7% of patients, only one device
was used. Most devices were deployed and released directly at the
first attempt (71.1%) or recaptured only 1–2 times (22.9%) before
successful release.

Implant procedure safety
Procedure through 7 days
In prior WATCHMAN trials, acute safety was reported up to 7 days
post-implant. In the present study, procedure- and/or device-
related SAEs within the first 7 days occurred at a rate of 2.8% as
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Table 1 Baseline characteristics

Characteristic Summary statistics

Not eligible for OAT 61.8% (627/1014)

Age at time of consent (years) 73+ 9

Median (range) 75 (39, 94)

Age ≥75 50.8% (519/1021)

Female gender 40.1% (409/1021)

History of TIA 10.7% (108/1014)

History of ischaemic stroke 19.7% (200/1014)

Congestive heart failure 34.2% (347/1014)

History of hypertension 81.7% (828/1014)

Diabetes

Type I 1.3% (13/1014)

Type II 28.3% (287/1014)

Previous haemorrhagic stroke 15.0% (152/1014)

Vascular disease 41.8% (423/1013)

Abnormal renal function 15.6% (158/1014)

Abnormal liver function 4.2% (43/1014)

History of major bleeding 31.2% (316/1013)

Prior major bleeding or predisposition
to bleeding

38.7% (392/1013)

Labile INRs 17.0% (172/1014)

Concomitant use of drugs 27.8% (282/1014)

Alcohol abuse 4.2% (43/1014)

CHADS2 score

0 2.6% (26/1014)

1 13.2% (134/1014)

2 27.1% (275/1014)

3 25.5% (259/1014)

4 22.4% (227/1014)

5 7.2% (73/1014)

6 2.0% (20/1014)

CHA2DS2-VASc score

0 0.3% (3/1013)

1 1.6% (16/1013)

2 9.7% (98/1013)

3 15.4% (156/1013)

4 24.0% (243/1013)

5 22.7% (230/1013)

6 16.8% (170/1013)

7 6.5% (66/1013)

8 2.7% (27/1013)

9 0.4% (4/1013)

HAS-BLED score

0 4.4% (45/1013)

1 22.0% (223/1013)

2 33.3% (337/1013)

3 23.4% (237/1013)

4 11.9% (121/1013)

5 4.3% (44/1013)

6 0.5% (5/1013)

7 0.1% (1/1013)

Values presented are % (N/total) or mean+ standard deviation, median
(minimum, maximum).
OAT, oral anticoagulation therapy; TIA, transient ischaemic attack; INRs,
international normalized ratios.
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Table 2 Procedural results

Characteristic All patients

Successful deployment 98.5% (1004/1019)

LAA seal

Complete seal 91.4% (899/984)

Jet size ≤5 mm 7.9% (78/984)

Jet size .5 mm 0.7% (7/984)

LAA, left atrial appendage.
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summarized in Table 3. This rate is lower than in any of the prior
WATCHMAN LAAC trials as shown in Figure 2. Twenty-eight sub-
jects experienced 31 SAEs within 1 day of the procedure, of which
25 were deemed by the investigators to be related to the device
or the implant procedure. The 31 events included major bleeding
(n ¼ 7), pericardial effusion (n ¼ 5) including only one cardiac
tamponade, vascular damage to the groin (n ¼ 4), procedural air
embolism (n ¼ 3), device embolization (n ¼ 2, one retrieved percu-
taneously and one removed surgically), and reinterventions due to
incomplete LAA seal (n ¼ 2), and several singular events. All but one
of these SAEs were managed effectively with complete recovery of
the patients. There were three deaths within 7 days of the proced-
ure, all of them reported as not associated with the device or pro-
cedure; one due to right ventricular failure the day of the procedure,
one due to respiratory insufficiency on Day 4, and one due to
cardiac on Day 6.

Procedure through 30 days
There were four additional deaths within 30 days, one of which at
Day 19 as a result of an air embolism on the day of the procedure.
The other three deaths were reported as unrelated to the

procedure; one at Day 10 due to Clostridium difficile infection and
two cases of gastrointestinal bleeding at Days 12 and 15. Both sub-
jects were on dual APT at the time of the event. The overall 30-day
mortality rate was 0.7%.

Table 4 reports a list of all the 84 SAEs occurring in 73 patients
within 30 days. In several patients, more than one SAE, both related
and unrelated, was observed. There were 34 SAEs in 32 of 73 pa-
tients adjudicated as procedure- or device-related, while the major-
ity of 50 SAEs in 48 of 73 patients were reported as unrelated to the
procedure or device. The total 30-day SAE rate was 7.9%, with a re-
ported procedure and/or device-related SAE rate of 3.6%. Major
bleeding requiring transfusion (17 patients) was the most common
SAE, although only 8 of these were related to groin access (including
3 pseudoaneurysms and 2 laceration of veins), while 4 were due to
gastrointestinal bleeding. In these 17 patients, oral anticoagulant
(OAC) was used in three, single antiplatelet therapy in five, DAPT
in seven, while two used no form of anticoagulation, and HAS-BLED
ranged from one to five. There were seven subjects with procedural
pericardial effusion, of which three required subxyphoidal (n ¼ 2)
or surgical pericardiocentesis (n ¼ 1) while four could be managed
conservatively, and none had lasting consequences. In three pa-
tients, an ischaemic stroke occurred at Days 15, 21, and 23, respect-
ively, none of them resulting in death, and two of three showing
complete recovery. Two subjects were on dual APT following im-
plant (CHADS2 scores were 2 and 3; CHA2DS2-VASc scores
were 3 and 5), while one very high-risk patient was on Clopidogrel
alone (CHADS2 score was 5; CHA2DS2-VASc score was 8). The lat-
ter stroke was reported as an increase in pre-existing hemiparesis
and dysarthria and was reported to be procedure-/device-related.

Subgroup analyses
Analyses were performed to examine the consistency of results
across subgroups defined by baseline characteristics (Figures 3–6);
these included the pre-specified subgroups and cut-off values de-
fined by CHADS2, CHA2DS2-VASc, and HAS-BLED scores, as
well as the post hoc subgroups of patients defined by baseline
OAT eligibility and whether or not subjects were prescribed OAT

Figure 1 Implant success in EWOLUTION when compared
with prior WATCHMAN studies.

. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

Table 3 Kaplan–Meier analysis for serious adverse
events by relatedness

Estimated
event rate (%)

95% CI

Any SAE through 1 day 3.0 2.1%, 4.3%

Any device-/procedure-related
SAE through 1 day

2.5 1.6%, 3.6%

Any SAE through 7 days 4.1 3.0%, 5.5%

Any device-/procedure-related
SAE through 7 days

2.8 1.9%, 4.0%

Any SAE through 30 days 7.9 6.3%, 9.8%

Any device-/procedure-related
SAE through 30 days

3.6 2.5%, 4.9%

SAE, serious adverse event; CI, confidence interval.

Figure 2 Serious procedure-/device-related events through
7 days in EWOLUTION when compared with prior WATCH-
MAN studies.
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at the time of the procedure. Implant success was similar whether or
not patients were eligible for OAT (98.4 and 98.7% for those eligible
and not eligible, respectively, P ¼ 0.794). The incidence of SAEs
through 7 or 30 days of the procedure (whether or not related to
the procedure) did not appear to be related to CHADS2 or CHA2-

DS2-VASc scores, nor was it generally different for subjects on OAT
after implant vs. subjects not on OAT after implant (all P . 0.39).

However, for those with HAS-BLED ,3 vs. ≥3, incidence of SAEs
through 30 days showed a trend towards higher event rates with a high-
er risk (6.6 vs. 9.9%, respectively, P¼ 0.078). Bleeding was also found to
occur more often in patients with a HAS-BLED score of ≥3 (1.7 vs.
4.0%, P¼ 0.029). For the ischaemic stroke, the event rate was simply
too low to find ay statistical relevance. Of note, the incidence of SAEs

through 30 days was significantly lower for subjects deemed to be ineli-
gible for OAT compared with subjects eligible for OAT (6.5 vs. 10.2%,
P ¼ 0.042). In agreement with previous studies, EWOLUTION also
suggests a relationship between implant numbers at centres and para-
meters such as implant success, complete LAA seal, and number of de-
vice recaptures. However, no significant correlation was found between
implant numbers or consecutive enrolment adherence at centres and
peri-procedural SAEs (P¼ 0.33 at 30 days and P¼ 0.12 at 7 days).

Discussion
The current study demonstrates that LAAC can be successfully and
relatively safely performed in an even wider variety of patients, both
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Table 4 All serious adverse events through 30 days

Serious adverse events Device-/procedure-
related SAEs
(N 5 34)

Percentage of patients
experiencing the SAE
(N 5 73)

Unrelated
SAEs (N 5 50)

Percentage of patients
experiencing the SAE
(N 5 73)

Major bleeding requiring transfusion 8 11.0 11 15.1

Other bleeding complications (haematoma,
haemoptysis, haematuria, and anaemia
requiring transfusion)

2 2.7 4 5.5

Pericardial effusion 3 4.1 2 2.7

Cardiac tamponade 2 2.7 0 0.0

Strokes 1 1.4 2 2.7

Suspected TIA 0 0.0 2 2.7

Pulmonary embolism 0 0.0 1 1.4

Air embolism 3 4.1 0 0.0

Device embolization 2 2.7 0 0.0

Adverse reaction to anaesthesia 2 1.4 0 0.0

Reintervention due to incomplete seal 2 2.7 0 0.0

Vascular damage at puncture site 5 5.5 0 0.0

Hypotension 1 1.4 0 0.0

Other cardiovascular conditions 1 1.4 12 16.4

Heart failure 0 6

Mitral regurgitation 0 2

Peripheral vascular disease 0 2

Chest pain 1 0

Asystole 0 1

Sick sinus syndrome 0 1

Other non-cardiac conditions 2 2.7 16 19.2

Pulmonary 1 6

Systemic infection 1 2

Genitourinary 0 2

Physical trauma 0 1

Cancer 0 1

Anaphylactic shock 0 1

HEENT 0 1

Gastrointestinal 0 1

Abnormal lab values 0 1

34 43.8 50 65.8

N SAEs ¼ 84 in 73 unique patients. Percentages may add to .100% due to patients appearing in more than one category.
SAE, serious adverse event; TIA, transient ischaemic attack.
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in terms of the greater variation of clinical settings than was seen in
past clinical trials and in terms of a higher proportion of patients
deemed unsuitable for OAT. The average CHADS2 score of 2.8
and CHA2DS2-VASc score of 4.5 indicate a relatively higher risk
of stroke than either the PROTECT AF (average CHADS2 of 2.2
and CHA2DS2-VASc of 3.4) or PREVAIL (CHADS2 score of 2.6
and CHA2DS2-VASc of 4.0) studies. In addition, 40% of EWOLU-
TION subjects had a HAS-BLED score of ≥3, compared with
only 20% of PROTECT AF subjects and 30% of PREVAIL subjects.12

The continuous improvements in implant techniques resulted in
98.5% successful WATCHMAN deployments, with 99.3% fulfilling
the criteria for LAAC. The median number of devices used per pro-
cedure was only 1.07, while in 92.7% of patients only one device was
needed, and 71.1% was deployed properly at the first attempt.
These results compare favourably with all prior WATCHMAN
LAAC trials.

The WATCMAN is not the only LAA closure device that has
been studied in a real-world population. Tzikas et al.13 recently pub-
lished on a non-randomized registry with over 1000 patients treated
with the AMPLATZER Cardiac Plug (ACP). The study methodology
was different as it was retrospective observational, with different
pre-specified procedural and major event endpoints, a difference
in time windows of reporting, and without an event adjudication
committee. The patient characteristics with regard to CHADS2,
CHA2DS2-VASc, and HAS-BLED scores are very similar to those
in EWOLUTION, which is reassuring in that these patients do re-
present the current target population in accordance with ESC

guidelines. They found a 6.5% adverse event rate (68 major and
other adverse events) during a procedure to 7-day follow-up of
1047 patients, compared with 2.8% in the present WATCHMAN
study. Of the 63% of patients with TEE follow-up, the reported com-
plete closure rate was 98.1% with some form of peri-device leak of
11.6%, which is fairly similar to the TEE data in our population.

The safety profile of EWOLUTION also compared favourably;
pericardial effusion, procedural air embolism, acute stroke, and de-
vice embolism were all observed at or below levels reported in pre-
vious studies. In particular, the rate of procedural/device-related
strokes was 0.9% in PROTECT AF3 and 0.4% in PREVAIL,14 com-
pared with a rate of 0.1% through 30 days in this study. More gen-
erally, incidence of procedure- or device-related SAEs through
7 days occurred at a rate of 2.8%, compared with rates of 8.7% in
PROTECT AF, 4.1% in the CAP registry, and 4.2% in PREVAIL.12

The 30-day procedure- or device-related SAE rate was 3.6%. This
demonstrates that such events can be effectively lowered with ap-
propriate attention and training, but still highlights the inherent up-
front risk of an invasive procedure. As these are acute and often
manageable events for which patients are no longer practically at
risk in longer-term follow-up, the risk/benefit consideration for
the device compared with pharmacological therapy has a time-
dependence. Appropriate patient selection remains mandatory, as
patients who have many co-morbidities and limited expected
life span may not expect benefit from LAAC given this time-
dependence; subjects must have a sufficient life expectancy to profit
from LAAC stroke prevention and avoidance of OAT.

Figure 3 Subgroup results—serious adverse events through 7 days. The percentage (95% confidence interval) of the number of subjects
experiencing events is displayed along the horizontal axis, separately for each subgroup defined by baseline characteristics. P-values are based
on log-rank tests. OAT, oral anticoagulation therapy.

2470 L.V.A. Boersma et al.
D

ow
nloaded from

 https://academ
ic.oup.com

/eurheartj/article/37/31/2465/2570384 by guest on 09 April 2024



Of great importance, EWOLUTION now provides a much larger
body of data on the acute results of LAAC in over 600 patients
deemed to be ineligible for OAT, with 738 patients not prescribed
to OAT following the procedure. The much smaller prospective co-
hort study of 150 subjects, ASAP, cited an incidence of serious
procedure- or device-related events of 8.7%.3 The results of EWO-
LUTION, with a corresponding rate for all subjects of 2.8% at 7 days
and 3.6% at 30 days (Table 3), and among OAT ineligible subjects
rates of 2.2% at 7 days and 2.9% at 30 days (Figures 2 and 4), are en-
couraging in that it demonstrates that the maturation of the technol-
ogy and implant technique has carried over into the OAT ineligible
population. Furthermore, the nominal difference in event rates be-
tween OAT ineligible and eligible subjects was more pronounced
for 30-day SAEs, independent of relatedness to the procedure or
device. This finding must be taken with caution and may simply be
due to less intense use of anticoagulation in VKA-ineligible patients.
Though there are limitations of this post hoc analysis, this finding is
consistent with the theory that some events such as groin bleeding
or pericardial effusion that are ostensibly the result of the procedure
may have increased likelihood because of OAT use, although this
was not statistically different due to the low event rate. Supporting
this is the finding of nominally lower rates of events for subjects with
higher HAS-BLED scores. While many subjects are not eligible for
OAT because of bleeding risk, this bleeding risk does not appear to

confer LAAC procedural-related bleeding risk. All in all, 70% or
more of this population did not use novel oral anticoagulants
[(N)OACs] either pre- or post-procedure, as their physician
deemed most of them ineligible. Therefore, even without LAA,
this population with a mean CHADS-VASc score of 4.5 has a very
high stroke risk (close to 7.5% per year14) if left untreated. Whether
the three strokes that occurred after implant were related to not
using (N)OAC cannot be determined from the present data.

Limitations of this analysis on peri-procedural outcomes include
the observational nature of the design and the relatively short follow-
up of 30 days, while subgroup analyses were largely exploratory. The
longer-term follow-up of stroke, embolism, and bleeding will provide
further insights on the net clinical benefit of LAAC. While there is no
control group included in the study, the past studies of the same de-
vice along with the ability to make risk adjustments via validated risk
scores such as CHADS2, CHA2DS2-VASc, and HAS-BLED help pro-
vide comparative information on the therapy and quantify its use in a
more general setting. Although EWOLUTION was set up as a pro-
spective registry with clear pre-specified data collection, and MSG
for event adjudication, and CRO monitoring, the study methods
are not equal to those in prior RCTs, which may limit a direct com-
parison of outcome. Finally, an even larger study with more patients
in particular subgroups of interest might have provided more power
to detect even smaller differences in rates between groups.

Figure 4 Subgroup results—serious procedure-/device-related events through 7 days. The percentage (95% confidence interval) of the number
of subjects experiencing events is displayed along the horizontal axis, separately for each subgroup defined by baseline characteristics. P-values are
based on log-rank tests. OAT, oral anticoagulation therapy.
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Figure 5 Subgroup results for serious adverse events through 30 days. The percentage (95% confidence interval) of the number of subjects
experiencing events is displayed along the horizontal axis, separately for each subgroup defined by baseline characteristics. P-values are based on
log-rank tests. OAT, oral anticoagulation therapy.

Figure 6 Subgroup results for procedure-/device-related serious adverse events through 30 days. The percentage (95% confidence interval) of
the number of subjects experiencing events is displayed along the horizontal axis, separately for each subgroup defined by baseline characteristics.
P-values are based on log-rank tests. OAT, oral anticoagulation therapy.

2472 L.V.A. Boersma et al.
D

ow
nloaded from

 https://academ
ic.oup.com

/eurheartj/article/37/31/2465/2570384 by guest on 09 April 2024



Conclusion
The WATCHMAN device has a high success rate of LAA closure
with low peri-procedural risk, even in patients with more co-
morbidities and higher risk for stroke and bleeding. Improvement
in implantation techniques has led to a consistent reduction of peri-
procedural complications that were previously limiting the net clin-
ical benefit of the procedure.
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Pulmonary vein collateral formation as a long-term result
of post-interventional pulmonary vein stenosis
Sebastian Hilbert*, Ingo Paetsch, Andreas Bollmann, and Cosima Jahnke

Department of Electrophysiology, University Leipzig-Heart Center, HELIOS Kliniken, Struempellstrasse 39, Leipzig 04289, Germany

* Corresponding author. Tel: +49 341 865 1431, Fax: +49 341 865 1460, Email: sebastian.hilbert@gmx.net

Five years ago, a 54-year-old woman with a history
of paroxysmal atrial fibrillation and symptoms of
fatigue and palpitations underwent pulmonary
vein isolation under 3D mapping system guidance.
Symptoms improved after the procedure and she
remained in sinus rhythm. However, shortness of
breath and haemoptysis developed 4 months after
the ablation procedure due to subtotal stenosis of
the left superior (LSPV) and significant stenosis of
the left inferior pulmonary vein (LIPV). Balloon
angioplasty was performed but moderate stenosis
of LIPV recurred shortly thereafter; due to only
mild symptoms no further intervention was
performed at the time.

During current routine follow-up, the patient
presented free from arrhythmia and was largely
asymptomatic. Cardiovascular magnetic resonance
(CMR) contrast-enhanced three-dimensional angi-
ography revealed large collaterals draining blood
from the totally occluded left inferior pulmonary
vein into the left superior pulmonary vein as evi-
denced on successive first and second dynamic
CMR imaging (dynamic scan duration: 12 s; Panels
A and B; see Supplementary material online, Movie
S1). In addition, high-resolution k-t accelerated
CMR lung perfusion imaging demonstrated significant hypoperfusion of the left lower lobe (Panel C; see Supplementary material online,
Movie S2).

Panel (A) First dynamic of contrast-enhanced three-dimensional cardiovascular magnetic resonance angiography of the pulmonary
veins (p.a.-view). Total occlusion of the left inferior pulmonary vein origin; the remaining three pulmonary veins showed no stenosis.
(B) Second dynamic of contrast-enhanced three-dimensional cardiovascular magnetic resonance angiography of the pulmonary veins
(p.a. view). Delayed contrast filling of peripheral left inferior pulmonary vein branches draining via extensive collaterals originating
from the left superior pulmonary vein into the left atrium. (C ) High-resolution k-t accelerated cardiovascular magnetic resonance
lung perfusion imaging identified an extensive perfusion deficit of the left lower lobe (coronal orientation).

Supplementary material is available at European Heart Journal online.

Published on behalf of the European Society of Cardiology. All rights reserved. & The Author 2016. For permissions please email: journals.permissions@oup.com.

2474 L.V.A. Boersma et al.
D

ow
nloaded from

 https://academ
ic.oup.com

/eurheartj/article/37/31/2465/2570384 by guest on 09 April 2024



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /PageByPage
  /Binding /Left
  /CalGrayProfile ()
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.5
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 524288
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo false
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings false
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Preserve
  /UCRandBGInfo /Remove
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
    /Courier
    /Courier-Bold
    /Courier-BoldOblique
    /Courier-Oblique
    /Helvetica
    /Helvetica-Bold
    /Helvetica-BoldOblique
    /Helvetica-Oblique
    /Symbol
    /Times-Bold
    /Times-BoldItalic
    /Times-Italic
    /Times-Roman
    /ZapfDingbats
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 150
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 175
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50286
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages false
  /ColorImageAutoFilterStrategy /JPEG2000
  /ColorACSImageDict <<
    /QFactor 0.40
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.40
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 20
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 150
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 175
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50286
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages false
  /GrayImageAutoFilterStrategy /JPEG2000
  /GrayACSImageDict <<
    /QFactor 0.40
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.40
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 20
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasMonoImages true
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 175
  /MonoImageDepth 4
  /MonoImageDownsampleThreshold 1.50286
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects true
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<
    /ENU ()
  >>
>> setdistillerparams
<<
  /HWResolution [600 600]
  /PageSize [612.000 792.000]
>> setpagedevice




